A novel label-free immunosensor for detecting steroid hormone was developed. The principle of the sensor system is based on differences in the electrochemical activity induced by an immunoreaction that depends on the levels of steroid hormone in the sample. A gold electrode functionalized with 3-mercaptopropionic acid (MPA) self-assembled monolayer was used to fabricate electrochemical immunosensor. In addition, single-wall carbon nanotube (SWCNT) was selected to expandthe dynamic range of the sensor. The sensor was immersed into a sample solution and measurements were determined by cyclic voltammetry. Each electrochemical measurement including sample immerse only took about 15min. In this study, we introduced an application of our sensor in detecting 17, 20β-dihydroxy-4-pregnen-3-one (DHP). The immunosensor showed a specific response to DHP, and the oxidation peak current linearly decreased in the range of 7.8-500.0pg ml -1 (without SWCNT) and 15.6-50000.0pg ml -1 (with SWCNT). The sensor system was then applied to monitor DHP of goldfish (Carassiusauratus) and was compared with the levels of the same samples determined using ELISA as the convention method. Blood plasma of fish was collected every 3h after administering a DHP inducer. A good relationship (coefficient: 0.934) was observed between DHP levels determined by both methods.
INTRODUCTION
In order to meet the needs of health trend and increasing food demands, the consumption of marine products is primarily increasing in the world. But excessive fishing will make the reproduction of marine products becoming harder and eventually lead to a worldwide deficiency of this resource. Like any captive animal, fishes need certain environmental and social cues before they will mature and spawn. Fish farmers need fry or "seed" predictably and in very large numbers. When the numbers of wild-caught fry fall short of what farmers need to stock their ponds or cages, and ultimately to make a profit, producers must somehow induce adult fish to reproduce in captivity. The better the reproductive physiology of fishes is understood, the better are the chances of success with induced reproduction. A complementary approach, where environmental manipulation and more attention to broodstock requirements for diet, water quality, and holding conditions are combined to enhance the outcome of hormone techniques, will be productive.
During the past decade, our knowledge of social and environmental cues in fish reproduction has advanced steadily; at the same time, methods for hormone induced reproduction of fish have become more and more refined. However, in lots of cultured fish, systematic production cannot be achieved because the maturation period and ovulation phase are altered by many factors, such as water temperature, light cycle, etc.
Studies about fish reproduction and gametogenesis mechanisms have produced important message.17, 20β-dihydroxy-4-pregnen-3-one (DHP) was discovered in plasma of the red salmon (Idler et al.1960) . It acts as a maturation-inducing hormone in salmonidsand cyprinids. Lou et al. (1984) investigated changes in plasma DHP levels in the rainbow troutOncorhynchusmykissduring the breeding season. In addition, Nagahama and Yamashita (1989) reported that DHP, which is created in follicle cells during the maturation period. In fish, low DHP levels are maintained for several months and then rapidly increase just before ovulation, indicating a relationship between DHP levels and ovulation. Monitoring of DHP levels will be an effective way to predicting ovulation and stabilize seed production of fish.
There are several reported techniques for detecting steroid hormone levels, such as gas chromatography, mass spectrometry, liquid chromatography, and fluorescence-based methods.
Though chromatographic and fluorescence-based methods have the advantage of being highly sensitive and specific, but the time-consuming pre-treatment steps and high cost of the instrument make it hard to use for on-site measurement and rapid measurement.
Radioimmunoassay and enzyme-linked immunosorbent assay (ELISA)are also used to determine steroid hormone levels. But because of the use of radioactive compounds in radioimmunoassay and high levels of variability, time-consuming complicated steps in ELISA, they are also not wildly used in rapid and safe detection. In this study, we focused on the development of an immunoassay system for steroid hormones. Different from other immunoassay method which needs longer preparation times and multi-reaction steps, label-free immunosensor technique based on highly specific molecular recognition and able to directly detect immune-complexes formed on the modified electrode as a change in electrochemical activity. Therefore, this method is very attractive because of its simple assay procedure that does not require a complicated labeling process.
The development of an electrochemical label-free immunosensor with features such as a single-step process and compact device size would allow for real-time monitoring of steroid hormones at fish farm. In present study, we developed a basic analytical system as the foundation for real-time in vivo measurement of steroid hormone and improved its dynamic range by using single-wall carbon nanotube. The proposed method is based on immunereactions and electrochemical measurements using cyclic voltammetry (CV). For bio-molecular immobilization on the surface of the sensing electrode, we used self-assembled monolayers (SAM) of 3-mercaptopropionic acid (MPA), which are easy to form and stable. In order to increase the dynamic range of sensor and make it possible in no-diluted measurement, we focused attention on carbon nanotubes (CNTs), which are highly conductive. CNTs have excellent chemical and mechanical stability, and their application to the development of highly sensitive immunosensors has been actively studied (Rivas et al. 2007) . Specially, single-walled carbon nanotube (SWCNT) has various stereo-structures and changeable electronic properties, similar to metals or semiconductor (Saito and Shinohara 2004) .
We aimed to develop a novel immunosensor system for steroid hormones. In this study, we introduce a novel way to detect DHPlevels, one of the important steroid hormones in fish plasma. SWCNT was selected to increase the dynamic range of the measurement system. The proposed system is based on immune-reactions and electrochemical measurements using CV.
For bio-molecular immobilization on the surface of the sensing electrode, we used SAM. The specificity of the immunosensor was evaluated. The proposed immunosensor system was applied to the measurement of DHP levels in fish plasma samples. The results were compared with those obtained using the conventional ELISA.
MATERIAL AND METHODS

Reagents
Ethylenediaminetetraacetic acid tetrasodium salt hydrate, and Nafion 
Apparatus and electrode
The CV measurement system was constructed from an electrochemical analyzer (Model 802B, BAS, Tokyo, Japan). All experiments were performed with a conventional threeelectrode system using a modified φ3.0 mm Au electrode (BAS) as a working electrode, a platinum wire (φ1 mm, 5 cm) as a counter electrode, and Ag/AgCl electrode saturated with 0.5 M KCl(BAS) as a reference electrode. The measurements were performed in a cell stand (CS-3, BAS) for keep the measurements steadily.
Fabrication of the label-free immunosensor
The surface of the Au electrode (geometric surface area = 7.1 mm 2 ) was polished using diamond paste with φ1.0 μm particles and alumina slurries with φ0.05-μm particles. Polished electrode further cleaned by ultra-sonication in distilled water and dehydrated ethanol sequentially each of 5 min. Cycling the electrode potential in a weak sulfuric acid solution until a stable CV scan is achieved is a very common electrochemical cleaning technique. Working electrode was cycled from 0 to 1500 mV (vs. Ag/AgCl) at a rate of 0.1 V/s in 0.5M sulfuric acid for 50 cycled scans until the CV becomes stable. The electrode was then dried in flowing pure nitrogen gas. Fig. 1(a-d) shows the modification steps of the label-free immunosensor which its surface not modified with SWCNT. Treated working electrode was immersed in MPA solution in the dark at room temperature for 8 h. In this step, a SAM formed on the surface of the Au electrode (SAM/Au electrode; Fig. 1a) . The electrode was then placed in EDC-NHS solution (EDC 100mg -1 , NHS 100mg -1 ) at room temperature for 2h to modify a carboxyl group to form an amine-reactive ester (Fig. 1b) . The electrode was then rinsed with distilled water to remove non-specific, physically absorbed EDC and NHS and dried under pure flowing nitrogen gas.
Electrode which surface modified with SWCNT
0.5 mg ml -1 Polyclonal anti-DHP immunoglobulin G (IgG) in 0.1 M phosphate buffer (pH 7.4) was then placed on the modified surface of the working electrode and overnight at 4 ℃, thereby forming the IgG/SAM/Auelectrode (Fig. 1c) . Then, 1.0 mg ml -1 BSA was applied as a blocking agent to prevent non-specific binding (Fig. 1d) . Abbreviated"Sensor A" in the after. 
Measurements
The electrochemical characteristics of the immunosensors were measured by CV. After immunoreaction, the working electrodewas immersed in the same K3[Fe(CN)6] solution and parameters of CV, and the change of the anodic peak current was evaluated.
Specificity of the proposed immunosensor
The specificity of "Sensor B" was investigated using other steroid hormones which have similar structures to DHP, such as cortisol, estriol, and testosterone. The immunosensor was incubated in 1.0 ml of each hormone solution in the range from 2.0 to 50000.0 pg ml -1 for 10 min. After that, CV was also performed in the same parameters and solution for 20 cycles. 
Analysis using ELISA as a conventional method
DHP levels of the same samples were also determined using ELISA as a conventional method. We use a 96-Well strip Plate (Cayman Chemical) pre-coated with mouse anti-rabbit IgG and prepared blank (Blk), non-specific binding (NSB), maximum binding (B0), and sample wells. Absorbance of each well at 405 nm was measured using a Multiskan JX (Thermo Scientific, MA). DHP levels of blood plasma were calculated based on the calibration curve of absorbance, derived by the following equation.
ave.Sample: average of sample absorbance; ave.Blk: average of blank absorbance ave.NSB: average of non-specific absorbance; ave.B0: average of maximum binding absorbance
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RESULTS AND DISCUSSION
Electrochemical characteristics of the modified electrode
In the fabrication of the label-free immunosensor with SWCNT, the electrode was physicochemically modified in several steps. Due to their electrochemical properties, each step shows different current value on the CV diagram. The CV results using each of the modified electrodes are shown in Fig. 2 . For "Sensor A", the anodic peak current of the electrode modified with SAM, IgG and BSA (b) was decreased compared with that of the bare electrode (a). On the other hand, with the form of SWCNT layer, the anodic peak current of "Sensor B" increased greatly (c). Accordingly, the results of Fig.2 also suggested that each molecular layer was densely formed on the electrode surface. On the other hands, the anodic peak current increased greatly from 30.1 to 127 μA after the immobilization of the SWCNT. It is suggested that the inhabitation of the electron transfer was relieved and the transfer become amplified. Moreover, the anodic peak current of the CV signal before the antigen-antibody interaction was defined as the blank, and the deviation between the anodic peak current and the blank was used as the response (output current).
Calibration curve of the proposed immunosensor system
DHP standard solutions were measured using the proposed sensor system, and the CV of each DHP standard solution is shown in Fig. 3 . The anodic peak current decreased with an increase in DHP level. The calibration curve was drawn based on the CV data, in which the yaxis shows the current decrease on anodic peak current, and the x-axis shows the logarithmic level of DHP (Fig. 4) . A good linear correlation curve was obtained between the output current and DHP levels from 7.8 to 500.0 pg ml -1 for the "sensor A" (correlation coefficient: 0.997, Fig. 4a ) and 15.6 to 50000.0 pg ml -1 for the "Sensor B" (correlation coefficient: 0.983, Fig.   4b ).
Based on the results, DHP levels correlated with the sensor output of "Sensor B" in the range of 15.6-50000.0 pg ml -1 (Fig. 4b) . We measured the sensitivity of the proposed Sensor B by calculating the detection limit using a signal/noise ratio of 3. According to Currie (1968) , output current was defined as a signal(S), and the limit of detection (LOD) was defined as three times the standard deviation of the signal of the blank. Thus, the limit of detection was 15.6 pg ml -1 .The maximum anodic peak current deviation reached 59.25 μA (DHP concentration:50000.0 pg ml -1 , Fig. 3b ).On the other hand, the label-free immunosensor without forming a SWCNT layer, the maximum value of anodic peak current deviation was 7.40 μA (DHP concentration: 500 pg ml -1 , Fig. 3a ). DHP levels could only be measured in the range of 7.8-500 pg ml -1 . The "Sensor B"
improved the dynamic range 100-fold compared to using "Sensor A". Therefore, by forming a layer of SWCNT, the dynamic range of the sensor can be dramatically increased by its high conductivity. Moreover, for both of the sensors, due to additional procedures such as platewashing and adding reagents those are required for the conventional methods are not necessary with this method, one measurement could be completed within 15 min.
Figure. 
Specificity of the proposed sensor system
The specificity of "Sensor B" was investigated using other kinds of steroid hormones which has a similarly structure, such as cortisol, estriol, and testosterone ( Figure. 5 ). The output current decreases gradually increased when measuring a DHP standard solution. On the other hand, the output current decreases of other hormones were kept steady.
As we all known, in fish plasma, there also contains other steroid hormones which has a similarly structure with DHP. Cortisol is a glucocorticoid secreted from interrenal gland and is involved in fish stress response. Estriol is an estrogen secreted from granulosa cells of the ovarian follicles and is involved in the specialization or development of the genital gland (Tamura et al. 1991) . Testosterone is an androgen involved in forming spermatozoon, the development of secondary sex characteristics, and the expression of sexual behavior.
Moreover, testosterone is a precursor for estrogen synthesis from cholesterol (Kobayashi and Adachi 2002). Therefore, the specificity of the sensor has been investigated. Compared with the measurement data, the other hormones examined did not show a great change in the anodic peak current. It indicated that the proposed label-free immunosensor is sufficiently specific for DHP. From the results, DHP values determined using the proposed label-free immunosensor system strongly correlated with those obtained by ELISA in the range of 0.1-7.7 ng ml -1 .Thus, it suggest that the proposed sensor system could be satisfactorily applied to actual fish plasma samples for monitoring DHP levels.
CONCLUSION
According to described results, the present findings confirm that DHP levels in fish plasma could be measured in a rapid and sensitive way by using the proposed label-free immunosensor. Different from conventional methods, such as ELISA and labeled immunosensor which require long incubation times and some complicated steps, our sensor only take around 15 min for one sample, including the immunoreaction and CV measurement time. We also believed that we can use the same mechanism to detect other kinds of steroid hormones, such as cortisol, testosterone.
